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Figure 1 Schematic diagram illustrating ultrasound assessment of
the endometrium; if at all possible, the angle between the
endometrium and the ultrasound beam (the angle of insonation)
should be 90° to optimize image quality.




Figure 2 (a) Diagram and accompanying ultrasound image showing
measurement of the endometrial thickness in the absence of
intracavitary fluid; the endometrium should be measured where it
appears to be art its thickest. (b) When intracavitary fluid 1s present,

the thickness of both single layers is measured in the sagittal plane
and the sum is recorded. The measurement should be taken where
the endometrium appears to be at its thickest. If the endometrium is
thickened asymmetrically, the anterior and posterior endometrial
thicknesses should also be reported separately.
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